


Release v1.0.30 (display unit) and v0.0.13 (remote unit) replace the previous production release v1.0.28 
(display unit) and v0.0.13 (remote unit) of SignalTEK CT respectively. 

New functionality (Comparing v1.0.21) 
o New user defined custom wiremap option including new predefined templates for 

Cat 6A/7A/8, ISDN, ProfiNet 4 wire and German Rail  
o Custom cable type templates allow any pin to be selected for wiremap tests  

o Note: Data performance tests require that pairs 1,2 and 3,6 are 
connected for 10/100 testing and all four pairs are connected for Gigabit 
testing. 

o For example, a custom cable with pins 1, 2, 7, 8 can be tested for 
wiremap but not for data performance. 

 
Bug fixes
 

o 
o Information has been removed for the brief report to make it easier to read and be consistent 

with other tester reports 



 

 

 

 

 

 

 

 

 

 

 

 

 

 

 


